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Abstract 

   The purpose of the following  pilot study is to 

evaluate the possibility to detect the asymptomatic 

ischemic episodes which often precede dangerous events 

by means of endocardial signals. Intracardiac 

electrograms (IEGMs) have been detected in patients 

undergoing percutaneous transluminal coronary 

angioplasty (PTCA), a procedure during  which ischemic 

episodes are induced. For 10 patients IECGs have been 

examined  and compared with the surface 12-lead ECGs, 

used in  current clinical practice to make a diagnosis of 

ischemia. This work takes part in a project (Body Worn) 

aimed at planning a prompt aid system for patients at 

high cardiovascular risk implanted with a pacemaker. In 

case of abnormalities in the endocardial signals detected 

by  pacemaker leads, the intervention procedure is tought 

to be activated. However, results from primary data show 

that a diagnosis of silent ischemia cannot be made on the 

basis of the only IEGMs. 
 

1. Introduction 

In patients at high risk of acute cardiovascular events 

life threatening conditions such as tachycardia or 

myocardial infarction are often preceded by silent 

ischemic episodes. An early detection of silent 

myocardial ischemia (SMI) may allow a faster medical 

aid, improving clinical outcomes and preventing many 

episodes of sudden cardiac death [1]. 

In current clinical practice there are several modalities 

in diagnosis of SMI [2]. In particular, Holter monitoring 

has been shown to be of prognostic value. However, 

long-term monitoring is not practical and shows a 

significant number of false positive ST changes [3].  

These shortcomings may be overcome using intracardiac 

electrograms (IEGMs). Nevertheless, the detection of 

SMI  by IEGMs recordings is almost unknown. 

The purpose of this preliminary study is the evaluation 

of the possibility to detect SMI by means of intracardiac 

electrograms. 

To mimic SMI episodes we chose PTCA: during this 

therapeutic procedure in fact, the inflation of the coronary 

balloon induces an ischemia of non perfused tissue. This 

temporary ischemia is always detectable by the surface 

12-lead ECG. Furthermore ECG enables to localize and 

quantify the extension of the ischemic area by the 

measurement of ST segment deviation . 

Therefore, in patients undergoing PTCA, at the same 

time we collected the surface 12-lead ECG to document 

ischemia, and IEGMs to examine the possible detection 

of the ischemic episodes. 

This investigation has been carried out within a project 

(Body Worn) aimed at evaluating  the feasibility of a 

prompt aid system in patients implanted with a 

pacemaker. The pacemaker leads, placed in the right 

ventricular apex, should monitor IEGMs and in case of 

dangerous abnormalities, they are expected to transmit 

IEGMs to an emergency unit by means of a mobile phone 

in order to localize the patient with a GPS and to activate 

the intervention procedure. Life threatening conditions 

such as  tachycardia or myocardial infarction can be 

easily recognized, nevertheless the prompt detection of 

parameters that could alert for oncoming worsening 

conditions  would be very useful to prevent an emergency 

and allowing a more effective medical aid. For this 

reason the detection of silent ischemia on the basis of 

intracardiac parameters is particularly interesting. 

To evaluate the possibility of using IEGMs as trigger 

signals for the Body Worn intervention algorithm, we 

compared the electrocardiograms recorded by 

endocardial and superficial electrodes in patients 

undergoing PTCA. 

 

2. Methods 

A group of 10 patients with coronary artery disease 

(CAD) undergoing a PTCA have been enrolled in this 

preliminary study.  

The locations of PTCA included in the study were: left 

anterior descending (LAD), 1°Diagonal, right coronary 

artery (RCA). Ttimes of inflations were about 30 
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seconds.  

For every patient a surface 12-lead ECG and 3 

intracardiac electrograms were acquired, at baseline and 

during inflations.  In Figure 1 a scheme of the position of 

intracardiac and superficial leads is shown. 

    To detect intracardiac signals 2 cathethers have been 

used. The first is a four electrodes catheter for 

electrophysiology (RESPONSE 6 Fr 5 mm spacing-

DAIG) and it has been inserted in the apex of the right 

ventricle from the femoral vein. This catheter provided a 

unipolar signal UV from lead 2 (cf. fig.1), refered to a 

patch put in the left upper chest, and a differential signal  

DV, detected  between leads 2 and 4 (cf. fig.1).  

The second is a 6 Fr probing catether (ZUMA EBU, 

MEDTRONIC) for angioplasty, which has been used as 

lead to collect an intracoronaric signal (IC). It was 

advanced from the femoral artery.  

 

 
 

Figure 1: Scheme of the 12 leads of surface ECG and of 

intracardiac catheters. The quadrupolar catheter is 

inserted in right ventricle whereas the probing catheter is 

in the coronary artery. 

 

All the 15 electrocardiograms (12 superficial and 3 

intracardiac) have been collected and recorded by the-16 

channel-Light Workstation (Spark s.r.l, Bologna). 

Signals have been amplified with amplification 

systems specifically built for this study; a high-pass and a 

notch filtering were done at 0.05 Hz  and 50 Hz 

respectively. Signals were sampled at 500 Hz and 

converted with a  resolution of 10 bit (range within -2.5 V 

and 2.5 V). A scheme of the acquisition system is 

reported in Figure 2. 

   As regards signal analysis, ST segment deviation, T 

wave ampilitude and QTc have been calculated at 

baseline (at least 30 seconds before balloon inflation) and 

during the inflations. 

ST segment is a cardinal sign of silent ischemia, and it 

has been calculated as the difference (in mV) between the 

value recorded 80 ms after the isoelectric point (J80) and  

the mean value of PQ interval. The QTc is also an 

important parameter for the detection of silent ischemia 

[4]. 

 

 

 
Figure 2: Scheme of  the acquisition system: the 15 

signals are collected, amplified, A/D converted by a 

LIGHT    Workstation and finally stored in a PC. 

 

 

3. Results 
 

We acquired a complete set of data for 10 patients, 

including signals from 15 leads. Electrocardiograms have 

been recorded at baseline, during balloon inflations and 

deflations. 3 of 10 patients patients had multiple lesion 

types. For each electrocardiogram we calculated ST 

deviation, T wave  amplitude and  QTc, at baseline and 

during  each inflation. The number of the overall data 

was therefore extremely large. 

Since patient population had a heterogeneous medical 

history and signals have been collected for a limited 

number of patients, data evaluations have been made 

focusing on each single patient.  

The data analysis did not show a clear correlation 

between external and endocardiac parameters during 

ischemic episodes: ST segment deviation, which is the 

most important sign of ischemia, is detected by 

superficial leads in all the considered cases, but it is not 

always  detected by almost one of the intracardiac leads. 

Furthermore, the same lesion type treated in two 

different patients, generated intracardiac signals with 

different trends. 

In Figure 3 a case example of 2 patients treated for the 

same lesion type (mid-LAD) is shown. The electrograms 

are detected by DV and UV leads both at baseline and 

during inflations. It is pointed out how the two signals are 

significantly different: DV electrogram of patient#1 

presents a ST depression whereas UV does not present 

significant changes during inflations. Patient#2 presents a 

significant ST elevation in lead UV whereas in lead DV 

no significant changes are detected. 

Moreover, neither the measurement of T wave or QTc 

relative to endocardial leads gave significant information 

about the presence of ischemia.  
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Figure 3: Recordings collected by intracardiac leads DV and UV, at baseline and during an inflation, for two             

patients with the same lesion type.   

 

4. Discussion and conclusions 

  In this preliminary study we evaluated the 

capabilities of IEGMs of detecting SMI. We considered 3 

intracardiac signals: one collected by the probing catheter 

used during PTCA, and the other two collected by leads 

placed in right ventricle. The last two signals are of great 

interest because a possible pacemaker useable within the 

Body Worn project may have leads placed just in right 

ventricle. 

Even if only primary data have been collected, the 

agreement between superficial and internal signals in the 

detection of SMI appears poor: the comparisons between 

superficial and intracardiac signals point out how in some 

cases internal leads do not detect ischemic episodes 

which are visible instead in standard surface ECG. 

Furthermore , for two patients with the same lesion type, 

intracardiac signals undergo different changes during 

inflations. In literature there are only a few studies 

dealing with the detection of SMI by means of 

intracardiac leads. They report  the ability of IEGMs to  

detect myocardial ischemia during acute coronary 

occlusion: IEGMs signals have larger amplitude than 

ECG signals and ST changes are more visible [5-7]. 

Neverthless in our primary data the correlation 

between internal and superficial signals is not so clear. 

The reason may be the time of inflations, that in our 

investigation were about 30 seconds respect to 60 

seconds or more of the quoted studies. 

This reduction of time could explain less clearly 

visible IEGMs. 

Furthermore, our primary data refer to only 10 patients 

enrolled without particular recruitments: a statistically 

relevant number of patients undergoing PTCA for the 

same location and with a similar medical history could 

clarify the correlation between different parameters.  

 Finally, the detection of SMI on the basis of the only 

IEGMs is not reliable and for the moment they cannot be 

used as a trigger for a possible Body Worn intervention. 

Nevertheless, IEGMs may become an useful tool if 

associated with the detection of other physiologic 

parameters. Further studies with a more homogeneous 
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study population and with a different number and 

positioning of endocardial electrodes may give a better 

response. 
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